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To move from progressive reaming to a single ream preparation for the acetabulum, 
it's essential to evaluate and understand the differences between the techniques. 
Here are the steps to follow: 

 

First Case: Develop Feel 

 

 

 

 

Progressive ream introducing the S-U reamer as the last reamer 

 

Second Case: Develop Timing 

 

 

 

 

Two- reamer preparation 

 

Third Case: Single Ream 

 

 

 

 

Complete preparation using one S-U reamer 

  

Using the Single-Use Acetabular Reamer for your final ream will create a reproducible, accurate fit 
for press fitÝng the acetabular cup. 
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Surgical Pearls 

 

Apply Moderate Pressure 

Apply moderate pressure to the reamer to initiate the cut. Maintain the same speed 
but start with a reduced initial load on the reamer. 

 

 

 

Clean Reamer 

As the reamer fills with debris, its cutting efficiency may 
decrease. Remove the reamer, clear the debris using an 
irrigator or curette, and then resume. The single-use 
reamer remains sharp! 

 

 

 

 

 

Retractors 

Keep retractors out of the reaming path to avoid 
accidental contact, which can cause bending. If  
bending occurs, the reamer should be replaced. 

 

NOT THIS. 

Remove and clean reamer 
prior to filling. 


